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ABSTRACT 


Background: Enterococcus faecalis have been identified predominantly from the failed root canals. Retreatment 
requires complete removal of the root canal filling material, followed by further shaping, cleaning, disinfection and re- 
obturation to reestablish healthy periapical tissues. Removal of gutta-percha and sealer is an important factor in root 
canal retreatment since this enables thorough chemo-mechanical instrumentation and disinfection of the root canal 
system. Aim of the study: To evaluate the removal of gutta-percha using two retreatment file systems. Methods: The 
present study was conducted in the Department of Conservative Dentistry of the Dental institution. In the present study, 
we included 40 extracted mandibular premolars without any structural anomaly and carious lesions. The teeth were 
decoronated upto a length of 15 mm from the apex. Root canal therapy was performed followed by obturation with 
gutta-percha and sealer using cold lateral compaction technique. The retreatment in Group 1 was done with D-RaCe 
files and with Hedstrom files in Group 2. The evaluation of the remaining root canal filling material was done based on 
criteria described by Schirrmeisteret al. Results: For teeth in Group 1, D-RaCe files were used and for Group 2, 
Hedstrom files were used. We observed that the area remaining root canal filling was comparatively higher in Group 2 
teeth as compared to Group 1 .Conclusion: Within the limitations of the present study, it can be concluded that D-RaCe 
files are more efficacious than Hedstrom files for the removal of root canal fillings. 
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INTRODUCTION 


design, cutting angle, and presence/absence of an 
active tip that may affect gutta-percha and dentin 
removal from the root canal.'°! Hence, the present 


Enterococcus faecalis have been identified 
predominantly from the failed root canals. 


Retreatment requires complete removal of the root 
canal filling material, followed by further shaping, 
cleaning, disinfection and_ re-obturation to 
reestablish healthy periapical tissues.!"7] Removal 
of gutta-percha and sealer is an important factor in 
root canal retreatment since this enables thorough 
chemo-mechanical instrumentation and disinfection 
of the root canal system.%! Different techniques 
have been proposed to remove gutta-percha and 
sealer from root canals, including the use of hand 
files, nickel-titanium (NiTi) rotary instruments, and 
NiTi systems with reciprocating or adaptive 
motion.5! Tt has been shown that automated NiTi 
instruments allow for safer and faster removal of 
filling material compared to manual techniques. 
Some NiTi systems specifically designed for 
retreatment purposes have physical characteristics 
such as cross-sectional 
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study was conducted to evaluate the removal of 
gutta-percha using two retreatment file system. 


MATERIALS AND METHODS 


The present study was conducted in the Department 
of Conservative Dentistry of the Dental institution. 
The ethical clearance for the study was approved 
by the ethical committee of the hospital. In the 
present study, we included 40 extracted mandibular 
premolars without any structural anomaly and 
carious lesions. The teeth were decoronated upto a 
length of 15 mm from the apex. Root canal therapy 
was performed followed by obturation with gutta- 
percha and sealer using cold lateral compaction 
technique. All the specimens were divided broadly 
into two study groups, Group 1 and Group 2, with 
20 specimens in each group as follows. The 
retreatment in Group | was done with D-RaCe files 
and with Hedstrom files in Group 2. The evaluation 
of the remaining root canal filling material was 
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done based on criteria described by Schirrmeisteret 
al. [61 

The statistical analysis of the data was done using 
SPSS version 11.0 for windows. Chi-square and 
Student’s t-test were used for checking the 
significance of the data. A p-value of 0.05 and 
lesser was defined to be statistically significant. 


RESULTS 


[Table 1] shows a comparison of the area of the 
remaining root canal filling after removal in Group 
1 and 2. In both, the groups, removal of gutta- 
percha filling in root canals were done in 20 teeth. 
For teeth in Group 1, D-RaCe files were used and 
for Group 2, Hedstrom files were used. We 
observed that the area remaining root canal filling 
was comparatively higher in Group 2 teeth as 
compared to Group 1. The results were found to be 
Statistically significant. (p<0.05) 





Table 1:Comparison of an area of remaining root 
canal filling after removal in Group 1 and 2 





Groups Area of remaining root canal p-value 
filling 





Group | 8.33 0.14 

















Group 2 12.54 





Area of remaining root canal filling 


Group 1 Group 2 
Figure 1: Comparative analysis of the remaining root 
canal filling after removal using instruments in 
Group 1 and Group 2 





DISCUSSION 


In the present study, we observed that D-RaCe files 
were more efficacious in the retreatment of 
endodontically treated teeth as compared to 
Hedstrom files. We observed that the area of root 
canal filling remained in the canal after attempting 
its removal was considerably more seen in 
Hedstrom files. Thus, D-RaCe files are more 
efficacious for the removal of gutta-percha filling 
from the root canals. The results were statistically 
significant and were found to be consistent with 
previous studies. Dadresanfar B et al compared the 
efficacy of two retreatment rotary systems in the 
removal of gutta-percha (GP) and sealer from the 
root canal walls with and without the use of 
solvent. Sixty single-canalled distal roots of 
mandibular molars were prepared and root filled 





with gutta-percha and AH26. Each canal was 
randomly allocated to receive one of _ the 
retreatment techniques, Mtwo R or ProTaper. The 
groups were further divided into two subgroups: 
with or without the use of solvent. The cleanliness 
of canal walls was determined by stereomicroscope 
and scanning electron microscopy. The results 
showed that Mtwo R without the use of solvent was 
more efficient in material removal compared to 
ProTaper D. Most remnants were found in the 
apical third of the canals. They concluded that 
Mtwo R seems to be an efficient rotary system for 
endodontic retreatment of the root canal with GP. 
Preetam CS et al evaluated the efficacy of the 
cleaning ability of two different rotary Ni-Ti 
systems; ProTaper Retreatment files and RaCe 
System compared to hand instrumentation with 
Hedstrom files for the removal of gutta-percha 
during retreatment. Thirty mandibular premolars 
with one single straight canal were decoronated and 
instrumented with ProTaper files and filled with 
thermoplastic gutta-percha. After 30 days, the 
samples were divided into three groups and gutta- 
percha was removed with the test instruments. The 
postoperative radiographs were evaluated with 
known criteria by dividing the root into cervical 
third, middle third, and apical third. The results 
were tabulated and the Statistical Package for 
Social Sciences Software (IBM Corporation) was 
used for analysis. The mean deviation of the results 
was first calculated and then the t-test and analysis 
of variance test (two-tailed P value) were evaluated 
for establishing significant differences. The rotary 
instruments were effective in removing the gutta- 
percha from the canals. Therefore, a significant 
difference was observed between the efficacies of 
the two rotary systems used. The rotary instruments 
showed effective gutta-percha removal in the 
cervical and middle one third. However, apical 
debridement was effective with Hedstrom files. 
The study concluded the use of both rotary and 
hand instrumentation for effective removal of 
gutta-percha for retreatment.!7*) 

Yadav P et al evaluated the efficacy of NiTi 
mechanical rotary instrumentation and Hedstrom 
file for gutta-percha/sealer removal computed 
tomography (CT) was utilized in vitro. Thirty 
extracted human single-rooted teeth, each with a 
single canal were selected. The samples were 
decoronated with a double-faced diamond disk to 
have 17-mm root; teeth roots were instrumented 
with K-files up to master apical file #30 using step- 
back technique. Samples were obturated using cold 
lateral condensation of gutta-percha and AH Plus 
root canal sealer. The teeth were then randomly 
divided into three groups of 10 specimens each. 
After 2 weeks 3-dimensional images of the roots 
were obtained by CT and the volume of root filling 
mass was measured. All the canals were then 
retreated by either the ProTaper retreatment files, 
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Mtwo retreatment files, or Hedstrom files. The 
canals were irrigated with 2 mL of 2.5% sodium 
hypochlorite irrigating solution during each change 
of instrument. The volume of remaining filling 
materials after the retreatment procedures were 
assessed by CT. Neither of the studied systems 
completely removed the root filling material. No 
significant difference was observed between the 
rotary systems. The volume of remaining filling 
materials was significantly less in _ rotary 
instrumentation than hand files. There was no 
significant difference for debris extruded from the 
apical foramen between the groups. They 
concluded that Mtwo and ProTaper retreatment 
files left less gutta-percha and sealer than H files; 
however, complete removal of filling materials was 
not achieved by the three systems investigated. 
Jayasenthil A et al evaluated the efficacy of two 
retreatmentsNiTi systems (protaper universal 
retreatment files, R-Endo), when compared to a 
manual technique in removing Gutta-percha 
obturated with two sealers. Study Design. Sixty 
extracted single-rooted premolars were 
instrumented with Protaper rotary files till F3. The 
specimens were divided into six groups. Groups 1, 
2, 3 were obturated with Gutta-percha and zinc 
oxide eugenol and Groups 4, 5, 6 were obturated 
with Gutta-percha and AH-plus. The retreatment 
was carried out in groups | and 4 with H-files and 
GGadrills, groups 2 and 5 with R-endo retreatment 
files and groups 3 and 6 with Protaper retreatment 
files. The roots were sectioned and evaluated under 
an optical stereomicroscope. Statistical analysis 
was performed with one-way ANOVA and 
Newman-Keul's test at P < 0.05. Results. The 
manual technique resulted in cleaner canal walls 
when compared with both rotary retreatment 
systems. They concluded that NiTi_ rotary 
retreatment files can be used to remove the filling 
material quickly, but it should be followed by hand 
instruments to obtain better canal wall 
cleanliness.!?:101 


CONCLUSION 


Within the limitations of the present study, it can be 
concluded that D-RaCe files are more efficacious 
than Hedstrom files for the removal of root canal 
fillings. 
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